Abstract-The increase on the collective radiation dose due to the large number of medical imaging exams has led the medical physics community to deeply consider the amount of dose delivered to patients as well as its associated risks in these exams. For this purpose we have developed a Monte Carlo tool, PENRADIO, based on a modified version of the 2006 release of the PENELOPE code, to obtain an accurate individualized radiation dose in conventional and interventional radiography and in computed tomography (CT). This tool has been validated showing excellent agreement between the measured and simulated organ doses in the case of a hip conventional radiography and a coronography. We expect the same accuracy in further results for other localizations and in CT examinations.
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I. INTRODUCTION
T HE significant rise of medical imaging exams in the past few years has led to an increase in the collective dose due to irradiation [1] , [2] , [3] . The medical physics community agreed that this increase must be accompanied by a strong understanding of the radiation dose and its associated risks [4] , [5] , [6] , [7] . A controversial article announced that around 1.5% of all cancers in the United States may be attributable to the radiation from computed tomography (CT) examinations [5] . Even if this was an overestimation, it points out the necessity of convenient tools to evaluate the associated dose of medical radiation. Commonly, non-individualized indices are used to estimate the radiation dose (CT dose index (CTDI), dose-length product (DLP), dose-area product (DAP), entry dose, etc . . . ). The effective dose was first introduced as a measurement of dose for radioprotection, reflecting the amount of radiation detriment. However it is mainly used to directly compare various radiation types and exposures but does not reflect the actual absorbed dose. Several applications have been developed and provide the common dose index (CTDI, DLP, dose-surface product), organ and tissue absorbed and/or effective dose.
For conventional radiography (CR): PCXMC estimates the organ dose, the effective dose and its associated risk in CR for 29 organs and various types of numerical phantoms [8] .
C. Adrien is with the CEA LIST, Gif-sur-Yvette, F-91191 France (telephone: 0033169082311, e-mail: camille.adrien@cea.fr).
M. Lòpez Noriega was with the CEA LIST, Gif-sur-Yvette, F-91191 France (e-mail: mercedesln@gmail.com).
G. Bonniaud is with Centre de Medecine Nucleaire du Morbihan, Centre Hospitalier Bretagne Atlantique et Centre d Oncologie Saint-Yves, Vannes, F-56000 France (e-mail: guillaume.bonniaud@esprimed.net).
JM. Bordy is with the CEA LIST, Gif-sur-Yvette, F-91191 France (telephone: 0033169084189, e-mail: Jean-Marc.BORDY@cea.fr).
C. Le Loirec is with the CEA LIST, Gif-sur-Yvette, F-91191 France (telephone: 0033169087850, e-mail: cindy.le-loirec@cea.fr).
B. Poumarede is with the CEA LIST, Gif-sur-Yvette, F-91191 France (telephone: 0033169084990, e-mail: Benedicte.POUMAREDE@cea.fr).
XDOSE and CHILDDOSE are based on the same principle. The CALDose X calculates the common dose index in radiology and estimates the organ doses [9] .
For CT examinations: ImPACT, Eff-Dose [10] and OrgDose [11] give CTDI and DLP for several CT. ImpactMC provides a dose delivered estimation after examination [12] . Several research teams use Monte Carlo (MC) simulations for CT examinations [13] , [14] , [15] , [16] . For instance, the Duke University Medical Center has developed a tool for estimating organ absorbed dose and effective dose based on the PENELOPE code and using adaptive anthropomorphic numerical phantoms [16] .
Most of already existing tools do not take the person biological specificities into account and thus, only provide common dose index and effective dose rather than an actual dose delivered. Therefore our goal is not only to gather in a single software all these proposed features but also to replace common dose index with actual organ absorbed doses. For that purpose we decided to include in a new MC tool, PENRADIO, the possibility of introducing individual specificities in order to obtain personalized results. The present MC program, dedicated to medical x-ray imaging procedures, is based on a modified version of the 2006 release of the PENELOPE code [17] . It allows the calculation of an accurate individualized radiation dose in voxelized numerical phantoms. We start by presenting the tool and the validation methodology for CR and interventional radiography (IR) as well as preliminary results. Then, CT tool developments are described.
II. METHOD

A. The PENRADIO Software
The PENRADIO software (Figure 1 ) is based on PENSSART, a software initially developed for safety in radiotherapy [18] . The program uses PENELOPE code 2006 release allowing for particle transport in voxelized geometries. The PENSSART software is divided into three modules:
• The dose calculation module is the core of the program. It was designed to perform MC dose calculations within voxelized geometries. To add this new functionality to PENELOPE a specific main program was developed in C++. The physics initially developed in PENELOPE remain unchanged and a ray-tracing algorithm was added for efficient navigation in the voxelized geometry. Results are provided in the form of two output matrices storing the dose absorbed in the medium and the statistical uncertainty for each voxel. The dose absorbed in the medium can be expressed in eV/g/shower D M C,eV /g/shw or in Gray D abs,Gy . Normalization factors [19] are usually computed for the conversion from simulation results to absolute dose 978-1-4799-0534-8/13/$31.00 ©2013 IEEE values. We have chosen another method to determine the absolute dose values. When a phase space file (PSF) is used as an input, we can use: (1) with N elec the number of electrons corresponding to the mAs used for the image acquisition, thus:
When an energy spectrum is used, the result is given as the absorbed dose per initial photons. In addition to the number of initial electrons provided by the examination acquisition protocol, the tube yield y T X , ratio of photons leaving the tube to initial electrons impinging the anode, has to be determined. The absolute absorbed dose can hence be obtained as follows:
• The patient module allows the implementation of complex geometries. The user can convert quadratic geometries normally used in PENELOPE into voxelized geometries by using a routine provided in PENCT [20] (such geometries will be called pengeom2ct phantoms 1 ). A conversion process to transform patient CT images into data usable by the MC dose computation module has also been implemented [18] .
• The radiation source module allows the simulation of different kinds of radiation source going from simple sources such as monoenergetic beams to more complex sources like PSF resulting from a complete MC modeling of the x-ray tube. To generate such PSF, the module uses the PENELOPE code with a new version of the main program PENMAIN in which the selective bremsstrahlung splitting was implemented for increasing simulation efficiency. 
B. Dose calculation in CR and IR
In CR and IR, the information provided in the technical notes of the manufacturer is sufficient to perform a complete MC model of an X-ray tube. were simulated with PENELOPE according to the information provided in the technical notes. For the purpose of this study, several PSF corresponding to the maximal field size at the tube output were generated:
• two PSF for 77 kVp and 102 kVp of the CR tube;
• five PSF: four from 70 to 85 kVp in steps of 5 kVp and one for 95 kVp for the IR tube. Simulation with PENELOPE is controlled by different parameters: the absorption energies E abs for electrons, photons and positrons, C 1 and C 2 determining the mean free path between hard elastic events and the maximum average fractional energy loss in a single step, W CC and W CR which are cutoff energies for hard inelastic interactions and hard bremsstrahlung emissions respectively. The simulation parameters are defined as a function of E max , the maximum energy of the electron such as E abs,electron = E abs,positron = E max /100, E abs,photon = E max /1000, W CC = E max /100, W CR = E max /1000, C 1 = C 2 = 0.2 for anode material and 0.1 for others.
2) Validation of the MC models: The main parameters of the MC model have been adjusted and validated using half value layers (HVL). The UNFORS detector has been used to measure the HVL of each simulated beam. The measurements have been compared with MC simulations performed with several aluminium filtrations. For each filtration the air Kinetic Energy Released per unit MAss (KERMA) has been calculated. Plotting air KERMA variations as a function of the aluminium filtration allows HVL determination.
3) Simulation of organ doses: Physical anthropomorphic phantoms (CIRS ATOM dosimetry phantoms) and their DI-COM images have been used to compare measured and simulated radiation doses in the case of a hip CR (Table I) and in the case of a cardiac IR (Table II) . Measurements were performed with Optically Stimulated Luminescence (OSL) dosimeters inserted in the phantoms [21] while the PENRADIO software was used to determine the dose in some organs of interest [22] , [23] . Information about the calibration and the correction of the OSL readings is reported in the Appendix. 
C. Tool adaptation for CT exams
The full MC modeling of the GE Lightspeed VCT 64 CT tube is impossible with the information provided in the technical notes of the manufacturer, especially because of the particular shape of the bowtie filters. In order to overcome this problem, we have implemented the method proposed by Turner et al [24] . Their study presents a method for generating x-ray source models based on experimental data. The so-called "Turner method" enables us to get equivalent spectra and bowtie filters. Graphy  70  100  Graphy  73  128  Graphy  73  64  Graphy  74  89  Graphy  93  13  Scopy  72  101  Graphy  77  165  Graphy  74 119 Graphy 
1) Experimental determination of the X-ray tube spectrum:
The equivalent inherent filtration of the tube has been determined using a program based on Turner work [24] . Three inputs are mandatory to run the developed program:
a. the first and second half value layers (HVL 1 and HVL 2 ); b. an initial tungsten anode x-ray energy spectrum; c. an arbitrarily chosen material used for filtration. The following steps, reported in the flowchart of Figure 2 , are used to get an equivalent spectrum: [1] The input energy spectrum is filtered assuming exponential attenuation by an initial thin sheet of aluminium (IF) providing a candidate spectrum and its associated KERMA (K 0 ). [2] Then the candidate spectrum is repetitively filtered by increasing the aluminium sheet thickness (AF) and its associated KERMA (K 1 ) is calculated until K 0 = 2K 1 . The simulated HVL 1 is set to the global additional sheet thickness used to verify this condition. [3] The second step is repeated to evaluate the simulated HVL 2 which fulfils the condition K 0 = 4K 2 . [4] Then comparison between experimental and computed data has to be made: either only HVL 1 values are compared (Method A) or the sum of both HVL 1 and HVL 2 values (Method B). If experimental and simulated data are equivalent, the equivalent spectrum is found. Otherwise, a new thicker initial sheet of aluminium is tested (step 1).
To run the Turner method we chose to use two different spectra to initialize the process, one softly filtered obtained with the SpekCalc tool [25] , the other unfiltered obtained using MC simulation in order to compare the influence of the primary spectrum in the simulation process. The MC simulation got using PENELOPE code with a geometry based on the technical notes provides both the MC spectrum and the PSF of the CT head. The PSF matches a 4 cm x 50 cm field size at a distance of 54.1 cm from the source for a 120 kVp voltage. The simulation parameters are defined as E abs,electron = E abs,positron = 1000 eV, E abs,photon = 100 eV, W CC = W CR = 100 eV and
Both SpekCalc and PENELOPE equivalent spectra have been used in the PENRADIO software to determine the simulated air KERMA (K air,sim ) at the CT isocenter. In a static mode, simulated values and the experimental KERMA values, measured with a NE-2571 ionization chamber have been compared to determine the best suited method to model the X-ray tube.
2) Experimental determination of two bowtie filters: The determination of an equivalent bowtie filter consists in obtaining the aluminium thickness as a function of θ which attenuates the equivalent spectrum in the same manner that the actual bowtie filter. The equivalent bowtie filter has also been determined using a program based on Turner work [24] . Two inputs are necessary to run the program: the equivalent energy spectrum previously computed and the bowtie profile measurements.
The following steps are repeated for each angle: [1] the ratio (R) of the measured point at θ i to the measured central points is computed. [2] The KERMA (K 0 ) associated to the equivalent spectrum is calculated. [3] The equivalent spectrum is repetitively filtered by increasing the aluminium sheet thickness (e Al ) and its associated KERMA (K 1 ) is calculated until K 0 = RK 1 .
[4] The aluminium thickness for θ i is set to e Al . Both head and body bowtie filter shapes have been determined and designed with PENGEOM, the PENELOPE package that handles the geometry.
3) Implementation of the rotation in PENRADIO: To model the effect of x-ray tube motion during an axial or helical scan, the position and direction of each particle stored in the input PSF were transformed before the particle was released for transport in the patient or phantom. Rotational and translational transformations were performed according to the following equations [16] :
with α the total gantry angle rotation during the scan, RAN D a random value between 0 and 1, s the table increment per gantry rotation and z 0 the start location of the scan. For single axial scans, α and s equal 2π and 0, respectively.
III. RESULTS
Results of dose calculations with the PENRADIO software in CR, IR and CT as well as their validation are presented.
A. Dose calculation in CR and IR
1) Validation of the model:
The results obtained for the validation of the CR and IR tubes are reported in Table III 2) Simulation of organ doses: Measured and simulated doses in the case of a hip conventional radiography and in the case of a fluorography during a cardiac interventional radiology procedure are presented in Table IV B. Tool adaptation for CT exams 1) Equivalent Spectra: Both SpekCalc and MC initial and equivalent spectra are shown in Figure 5 . Values of inherent filtration, first and second HVL are reported in Table V . Values highly depend on the test performed but not on the spectrum type:
• When only the first HVL is used to determine the inherent filtration, the algorithm converges on the experimental value for the first HVL and a deviation of 7.7% is obtained for the second HVL estimation. These results are identical for both SpekCalc and MC spectra.
• When both HVL are used together for inherent filtration determination, a deviation of 6.6% and 5.0% can be noticed for the first and the second HVL, respectively. Both HVL values are comparable to each other for both SpekCalc and MC spectra.
Due to the common use of maximal potential and first HVL to qualify a x-ray tube and a greater global error for the method including both HVL, in the following we chose to use equivalent spectra obtained with the algorithm based on a comparison only of the first HVLs. Measured air KERMA has been compared to simulated values based on both SpekCalc and MC equivalent spectra obtained using Method A (Table VI) . Simulated values are given in eV/g/photon and are converted into Gray using Equation 3. y T X was set to 3.147 10 −5 for the equivalent filtration of 1.94 mm in aluminium (MC spectrum) and set to 3.144 10 −5 for the equivalent filtration of 2.10 mm in aluminium (SpekCalc spectrum). Despite the good agreement on the inherent filtration and the two HVL, we note discrepancies of about 25% between the two simulated values (Table VI) . The results obtained with the SpekCalc spectrum are closer to the measurements. Further investigations have to be performed to understand these discrepancies. One explanation could be the low interaction probability in air. 2) Equivalent Bowtie Filter: Body bowtie filters were designed to cover a large field of view (FOV) corresponding to adult abdominal CT. Head bowtie filters were designed to cover a small FOV corresponding to head CT or pediatric abdominal CT. We can note in Figure 6 that, according to theoretical expectation, the head bowtie filter (Figure 6(a) ) appears narrower than the body bowtie filter (Figure 6(b) ). 3) Geometric validation of the rotation: In Figure 7 , multicolour points into the box represent photon emission point. Purple rectangle matches the ionization chamber used for measurements. As we can observe in Figure 7 (a) points constitute a circle around the ionization chamber corresponding to an axial CT scan. 
B. Energy response
We determine the average energy of photons arriving on the OSL with a Monte Carlo simulation. The correction factor is determined using the curve (Figure 9 ) obtained in a preliminary study performed with a cobalt beam. We then obtain the corrected air dose. 
